Agilent USB Install
1. Install I/O Libs from the iolibs_m_01_01_04 file.

2. Plug in the USB interface. The computer will go through two sets of driver installs. The second install will stop with an error concerning the driver not being signed. Click on “Continue anyway” to finish the install.

3. Install the Intuilink 54600 Oscilloscope Word/Excel addins from the IntuiLink54600_2_21_02 file.

4. Install the Intuilink 54600 Data Capture utility from the Intuilink54600_DataCapture folder.

The oscilloscope can now be accessed via the USB to GPIB. This enables the screen capture in Word or Excel.

To install the Function Generator control;

1. Install the Intuilink Function Generator utility by installing the IntuiLink_Function_Generator file. The installer will ask to remove the installed I/O Libs. Select ‘No’ to continue the install.

2. Reboot the computer when the installer finishes.

To install the Multimeter Excel Addin;

1. Install the Intuilink Multimeter addin by installing the IntuiLink_Multimeter file.
